Detachment of pacemaker active fixation helix.
The introduction of active fixation electrodes has been a major advance in permanent atrial and ventricular endocardial pacing. We report here an important complication in the use of one such device, the Medtronic transvenous unipolar screw-in ventricular lead (Model 6959).